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Abstract 

Electrons on the surface of liquid helium are a widely studied system that may also provide 
a promising method to implement a quantum computer. One experimental challenge in these 
studies is to generate electrons on the helium surface in a reliable manner without heating the 
cryo-system. An electron source relying on photoemission from a zinc film has been previously 
described using a high power continuous light source that heated the low temperature system. 
This work has been reproduced more compactly by using a low power pulsed lamp that avoids any 
heating. About 5 x 10 3 electrons are collected on 1cm 2 of helium surface for every pulse of light. 
A time-resolved experiment suggests that electrons are either emitted over or tunnel through the 
1 eV barrier formed by the thin superfluid helium film on the zinc surface. No evidence of trapping 
or bubble formation is seen. 

PACS numbers: 07.77.-n; 73.20.-r; 03.67.Lx 



INTRODUCTION 



Electrons floating on the surface of liquid helium have been extensively used in experi- 
ments in the past to study the physics of two-dimensional electron systems [U [2] . Recently, 
the charge [3HB] or spin [7J E] state of electrons floating on superfluid helium has been pro- 
posed as an experimentally realizable qubit for quantum information processing. All such 
experiments require a source to deposit electrons on the liquid helium surface. Such a source 
would ideally satisfy the following requirements: it must generate the required number of 
electrons on the helium surface in a reliable and controlled manner; electrons generated 
should have a low energy so that they do not punch through the energy barrier at the liq- 
uid helium surface and form bubbles in the helium; finally, the electron generation process 
should involve low power inputs into the cryogenic system, so as not to heat it. In this 
paper, we describe an electron source that satisfies these requirements. 

In order to deposit electrons on the helium surface, two schemes have been commonly 
used - thermionic emission from a filament P, I9HTT] . and electrons produced by a gas 
discharge [T2"HTi] . Both schemes have significant limitations. Thermionic emission suffers 
from the disadvantage of heating up the low temperature system. Additionally the emission 
is difficult to control, often producing too many electrons. Similarly, striking an arc to cause 
a discharge in the helium gas produces high energy electrons which need to be slowed using 
additional guard electrodes. The discharge also requires the gas to be at high pressure and 
therefore a high temperature (1 to 2K). Thus, electron generation requires the system to 
be heated up from 300 mK or below where most of these experiments are performed. 

An electron source has been previously built [15] by Wilen and Giannetta using pho- 
toemission from a zinc film by ultraviolet (UV) light from a high power continuous xenon 
arc lamp. Though found to be reliable, the high power lamp caused some heating of the 
low temperature system. A further question was also not answered. Since the experimental 
temperature is below the superfluid transition, the zinc source is covered by a thin film of 
helium whose role in the photoemission process was unclear. Wilen and Giannetta [TB] con- 
jectured two possibilities. First, the high power input by the lamp might have been locally 
boiling off the helium film, allowing electrons to be emitted directly from the zinc surface. 
Secondly, the electrons emitted from the zinc might have been trapped in the helium film 
as electron bubbles, and then released. 
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FIG. 1. Schematic of the photoemission source in low temperature cell along with the measurement 
plates for detecting electrons 

In this work, we have implemented a similar reliable and easily controlled photoemission 
source for electrons on helium, using a low power pulsed xenon lamp to eliminate the heating 
of our cryogenic system. To understand how the zinc source works in the presence of the 
helium film at low UV power, we have investigated whether electron trapping occurs. 




ELECTRON SOURCE CONSTRUCTION AND MEASUREMENT SETUP 

The photoemission source consisted of a low power pulsed xenon arc lamp [16] , a 600 um 
core solarization resistant optical fiber [17] . and a 0.5 mm thick piece of sapphire coated 
with a film of zinc. Since the transmittance of most optical fibers degrades when guiding 
UV light, a solarization resistant fiber was used because it transmits UV without degrading. 
The fiber was polished at both ends in order to achieve maximum transmittance. One end 
of the fiber was illuminated by the xenon lamp; the other end of the fiber was brought into 
the low temperature cell through a Stycast 2850 epoxy seal. In order for this seal to hold 
vacuum, the polyamide buffer coating on the fiber was stripped off using hot (~ 100 °C) 
sulfuric acid. As shown schematically in Fig. [TJ the fiber illuminates a sapphire plate that 
has been coated with a zinc film on the bottom surface. 

The film was made in a thermal evaporator by first depositing a 10 nm wetting layer of 
titanium followed by 20 nm of zinc. The resulting film was semi-transparent, while at the 
same time being conducting. The sapphire was held in place at the top of the cell by a Teflon 
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holder and a copper clamp, which provided an electrical connection to the zinc independent 
of the cell walls. This independent electrical connection was useful to discharge electrons 
from the liquid helium surface by applying a positive voltage to the zinc. The zinc film was 
found to oxidize when exposed to air at room temperature, degrading the photoemission 
efficiency by about 10 to 20 % in an hour. To avoid oxidation, the zinc coated sapphire was 
vacuum sealed within the low temperature cell in less than about 30min and then purged 
with helium gas. 

The bottom half of the low temperature cell (Fig. [T]) has 3 metal plates immersed 1 mm 
under the liquid helium surface. Electrons floating on the helium are detected by these plates 
using the Sommer-Tanner measurement scheme |13j . A 100 kHz AC voltage is applied to 
the left plate. The center plate is at AC ground. The voltage on the right plate is measured 
by a lockin amplifier. While the helium surface is uncharged, any crosstalk voltage between 
plates was zeroed. When the helium surface is charged, a voltage appears on the right plate 
due to capacitive coupling between electrons on the helium surface and the metal plate. 
This voltage measured on the lockin is used to detect the presence of electrons. 



ELECTRON SOURCE RESULTS 

The zinc source was first tested under vacuum at room and liquid nitrogen temperature. 
The xenon lamp emits a 3 us flash on each pulse carrying about 100 nJ of total energy. 
With the lamp pulsed at 200 Hz, the photoemitted current was measured to be 100 pA 
independent of temperature corresponding to an electron emission rate of about 3 x 10 6 
electrons per lamp pulse. The source was then tested at 1.5 K with liquid helium in the 
cell, by charging the liquid helium surface with electrons and detecting them using the 
Sommer-Tanner scheme. A charging graph like the typical one shown in Fig. [2] indicates 
that electrons are being collected on the liquid helium surface. 

The rate at which electrons were emitted by the source can be extracted from Fig. [2j 
When the lamp was turned on, the electron density on the helium surface first increased 
and then saturated since electrons already on the surface repel subsequent electrons that 
are emitted from the source. Upon saturation, there is no electric field between the zinc and 
the helium surface, and hence all the applied voltage is dropped across the helium above 
the metal plates. The electron density when the surface is saturated can be calculated from 
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FIG. 2. Number of electrons on helium surface as a function of time showing charge up of the surface 
when the lamp is pulsed at 200 Hz. The initial slope of the charge up is about 9 x 10 5 cm _2 s _1 . 
Line is a guide to the eye. 

the capacitance of the helium above the metal plates [IB] and is given by n = eV/ed where 
n is the electron density, e is the permittivity of helium, V is the applied DC voltage, e 
is the electron charge and d is the helium depth. The saturated electron density for our 
helium depths (1mm) and voltages (3 V) is calculated to be about 1.7 x 10 7 electrons/cm 2 . 
Assuming our signal arises from all electrons, we can calibrate the measured voltage in 
electrons/cm 2 . Consequently from Fig. [2j we see that when firing the lamp at 200 Hz over 
a surface area of about 1cm 2 the initial charging rate was about 9 x 10 5 electrons/s or 
a current of about 0.1 pA. Our source is therefore emitting electrons at a rate of about 
5 x 10 3 electrons per cm 2 per lamp pulse in the presence of helium. Hence a desired number 
of electrons can be collected on the helium surface simply by controlling the number of lamp 
pulses. 



PHOTOEMISSION MECHANISM 

Having shown that this photoemission source works, we then tried to understand the 
emission mechanism. The zinc source is covered by a thin film of superfluid helium, about 
35 nm thick, that presents a barrier of about 1 eV to electrons being emitted (19] . The 
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mass of this film given by the volume (35 nm by 1mm 2 ) times the density (0.145 gem -3 ) is 
roughly 5 x 10~ 9 g. Assuming a latent heat of vaporization of 90 Jmol -1 , a rough estimate 
of the energy required to boil of this film is 120 nJ. Therefore unless we have the unlikely 
event that all the energy transmitted by the fiber (100 nJ) gets dissipated in the helium film, 
we can safely assume that the film is present during the photoemission process. Further, 
the electron emission rate decreased in the presence of helium (0.1 pA) when compared to 
vacuum (100 pA) suggesting that the helium film definitely plays a role in how the source 
works. 

There are three possible mechanisms for a photo-emitted electron to escape through the 
thin helium film and reach the bottom helium surface: electrons might be emitted with 
kinetic energy greater than the 1 eV barrier; electrons might tunnel through the thin 35 nm 
film; or, as suggested by Wilen and Gianetta [15], the electrons could be trapped and re- 
emitted from bubble states in the helium film. Electron trapping times in bubble states have 
been measured [11J to be at least about 1ms. Therefore of these three possibilities, bubble 
formation can be detected by measuring how long after the optical pulse the electrons arrive 
at the helium surface at the bottom of the cell. 

A time-resolved experiment to detect the arrival of electrons on the bottom helium surface 
is sketched in Fig. |3](a). A 3 us long pulsed voltage waveform was applied to the zinc while 
holding the metal plates and cell walls at V. If the voltage on the zinc is V when the 
lamp emission occurs, no electrons are collected at the helium surface, whereas electrons 
are collected if the voltage is repulsive (— 3 V). The lamp was pulsed 200 times, and the 
number of electrons collected on the helium was detected using the Sommer-Tanner scheme. 
The helium surface was then discharged before the next run by taking the zinc attractive. 
In each run, the delay time between the lamp pulse and the voltage pulse was varied, and 
therefore a time response of the electron source was mapped out, shown in Fig. [3^b). 

The shape of the time dependence of electrons arriving at the bottom surface looks similar 
to the shape of the optical pulse except for an ~ 1 us initial delay. The initial time delay in 
electron arrival after the optical pulse (Fig. [3]) is explained by noting that electrons can be 
scattered by helium gas atoms present within the cell at 1.5 K. The mobility of electrons in 
low density helium gas has been measured previously [20] and found to follow the kinetic 
theory giving a mobility of 1.8 x 10 s cm 2 V -1 s -1 at 1.5 K. In the applied field of 3 V over 
5 mm, the scattering length of electrons is of the order of 10 nm and the time taken for 
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FIG. 3. (a) Timing diagram of 3 us lamp emission and voltage applied to the zinc, (b) Experi- 
mentally determined lamp emission and measured Sommer-Tanner signal (squares) as a function 
of time. Lines are a guide to the eye. The initial, approximately 1 us, time delay between the 
lamp emission and the arrival of electrons at the bottom helium surface, is due to scattering by 
the helium vapor in the cell. Lack of a 1 ms long tail indicates the absence of bubble formation 

electrons to drift from the zinc source to the helium surface is calculated to be of the order 
of 1 us, matching the initial time delay in the time response of the electron source. 

A long tail of the order of 1 ms in the time response would be indicative of trapping - 
probably by bubbles. However, as shown in Fig. |3j no tail is detected in the electron time 
response. Except for an initial time delay, the shape of the electron pulse is very similar to 
that of the optical pulse suggesting that electrons are not trapped. 



CONCLUSION 

The photoemission source implemented in this paper was found to reliably produce elec- 
trons without heating our cryogenic system. About 5 x 10 3 electrons were collected per 
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cm 2 of helium surface per lamp flash, and the total number of electrons collected could be 
controlled by varying the number of lamp flashes. Thus, our source fulfils all requirements 
for a good electron source to generate electrons on liquid helium. Additionally, we have not 
detected any electron trapping in the helium film covering the source indicating that the 
zinc source probably works by photoemission of electrons with kinetic energy above the 1 eV 
helium film barrier or by tunneling through the helium film. We find that this source is 
ideal for experiments involving a small number of electrons on helium at low temperatures 
such as those proposed for quantum computing [2T] . 
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